Polyurethane-coated Dacron mesh tray for temporary mandibular reconstruction following resection of oral cancer: clinical results of 27 cases.
During a 3-year period from 1983 to 1986, a polyurethane-coated Dacron mesh tray (Xomed Inc, Jacksonville, FL) was used in 27 cases for temporary mandibular reconstruction in patients who had undergone jaw resection for oral carcinoma. Delayed mandibular reconstruction using the Dacron mesh tray combined with rib grafts was performed in three cases. The Dacron mesh tray technique provides good functional and esthetic results and offers several advantages when compared with metal trays. The success rate was 74%; intraoral perforation was the main reason for early removal of the tray.